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CERTIFICATION by CUSTODIAN of RECORDS

Tueson Police Department Crime Laboratory /[0

[ hereby certify that these documents are a true and correct copy of the
periadic maintenance® for the Intoxilyzer 5000 Serial Number

o= cOH 9232 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.
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A guality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: ff/&&fi’j-f earl. L.09 AR a2 007 AC

Date: 2f7/o5  Call_p.077 _AC Cal2 _ 0.078  AC

Date: & /A Cal 1 AC Cal? AC
Between the dates of !'/Q:U/ﬂi}_ and &‘/f '?/Qj{r

the instrument was working properly and accurately.

The instrument was out of service for repair from N / A

to

o 1‘{ Jﬂ ﬂ%hfi@

nnifer L. Coombs
c?/a:zﬁ/aj’

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this &_?) , day of

‘be N('Lr-u_j 2 ?'GQ._-i‘

Ko, & Kimai,
Ndtary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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v/! Displdy reads “BEADY TO START™ or “PUSH BUTTON TO START
TEST..™
DIAGMQSTIC TESTS
o DVM Test checks /Settaing should be between 200 and 2
-600, Mode selacbign switch 52 on, 351 apd 33 oif aor
keyboard menu selecticn “H". Reading is ,29}
u/f Bisplay Test check. Mode selectilien switch 51 on and 52
and 53 off or keyboard menwe selection "W
v/jgﬁz Printer "Test chéck. Mode selection swiceh 51, 52, 23
off or keyboac-d menu selectian ™PT,
A EE Clock time check. Mode selegctien switch X0 on er
kreyboard menuw selectien “"E".
v Date check. Made selection switch S11 on or keyboard

ch
nil s2lection “E™.

QPERATIONAL TESTS
el Alcohal free subject Test result 0.000 AC
W  Error recognition leogic system functioning

Invalid test printed
v EBroper sample recognition system
Invalid sample prianted .~
Deficiaent sample pf‘:i_r‘lf‘El:tl-f
_ W/a ﬂmpletﬁness of sample purge with collection tube**
s ﬁi Calibration standard 0. O¥D ac
Besults: D’I"Tﬁt 4 BoT% |B== 1l

Instrument cperatling groaerlv and -‘accurately. TES verU

COMMENTS:

[ — 0914
g u’h..r.

0. N/A  alcoh entration standard epllectsed for subseguent
analysis.*¥

*WITE OR WITEOUT VAFOR RECIRCULATION AND WITH OR WITHOUT REYBOARD
*FTHIS STEFP IS ONLY DEQUIRED IF THIS DEVICE IS BEITHG USED FOR
SAMPLE CAPTURE.

DHSMSLSForm CLIT (Rev. 7-93)

Pursuant to section 28-1327, Asizona Revised Stanres, this document is 2 certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED 3Y
B.A.C. RS-14-404(n)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+

STANDARD CALIBRATION CHECK PROCEDURE f&,\:\

g
list L\em{uﬁu‘ Cﬂ)mjas o lleO

cson Police Department Date EJF}kﬁ; _ Time 094
1

g [ng—DDL-l‘:IEZ__ Location OMNE

(Brint Name)

Pour a standard alcohel solution of known value intg =&
clean dry simulator jar and assemble the simulatar.
Insure that a tight seal has been made.

Standard value: 0. NFOD AC

Turn on the simulator and allow the temperature to
raach 34°C+.2°%C.
Set Intexilyzer mo
switching mode sele
on xeyboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.

Intoxilyzer 5000 display reads “READY TO START"” or
“PUSH BUTTON™.

Push Start Test button or press snter on keybeoaxzd.
Insert card in response to display.

Bir blank completed.

Calibration check completed.

Test results 0.07RC & 0.07% AC

Air blank completed.

When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

Return mode selection switch #9 to off position aftar
all ca‘ibration checks: are complete gr type 0 and enter

election in the ACA mode by
cicn switch £9 on or selacting g

=
C

*WITH OR WITHO T vHFDR RECIRCULATION AND WITH OR WITHOUT KEYBOAERD

DHS/DSLS/Form Cl1l6 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Stanutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Deparment.
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